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Re  Anti-Raflux Device Foley Trays (Modcls DYND11519, DYND11520, DYNDII96G, DY ND1 1853,
DYND11860, DYNDIIS&S DYND11820, DYNDI11050)
Anti-Reflux Tower Polcy Trays (Models DY'NDJ 1903, DYNDI 1908 UYN’DI 1603, DYND11008,
DYND13090, DYND13095) R
Urine Meter Trays (Models DYND1 516811, DYNDI5I8SHL, DYNDIS16LUB, DYPDISISUZ}B
DYNDI15]168EC, DYND1S 1BSEC)
Catherization Tray (Model PYND10150)

Deear Mr Chua

This letter is in response o your recemt inquiry for coding verificetion of the above lised product(s)
manufactured by your company, The Statistical Anslysis Dureble Medical Equipment Revional Carnier
{SADMERC) has reviewed the documentation and information spbmitted for HCPCS Coding  The
SADMERC condocts reviews of products to determine the correct HCPCS eode(s) of DMEPOS productist
for Medicare bitfing

It i3 our determinaton thot the Viedicure HCPCS code(s) to bill the four Durable Medical Equipment
Regional Carriers (DMERCs) iv/ase:

A4314 Insertion tray with draioage bag with indwelling catheter, Folty type, two-way Iatex with
coating (Telon, silicone, silicope elagtomer or hydrophilie, ete.), for Anti-Reflux Device Foley Trays
(Models DYND11960, DYND11§55, DYND11860, DYND11865), Anti-Reflux Tower Foley Trays (Models
DYNDLI903, DYNDI11S0B, DYNID11003, DYND11008), and Urine Meter Tigys (Models
DYNDISISLUB, DYNDISISLUE. DYNDI1516SEC, DYNDI518SEC).

A4315 Insertion tray with dreinsge bag with indwelling catheter, Foley type, two-way, ail silicone, for
Anti-Refiux Device Foley Trays Models DYND11519, DYND11520), and Urine Meter Trays (Models
DYNDI15S16SIL, DYND1518SIL).
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A4311 lusertion fray without drainape bzg with indwelling cathzter, Foley type, two-way latex with
coating (Tellon, sificone, silicome elastomer or hydrophilic, etc}, for Catherization Ty (Model
DYND10150).

Ad354 Insertion way with drainage bag bui without catheter, for Anu-Reflux Device Foley Trays
(Models DYND115820, DYND11050) and Ant-Rethx Tower Foley Trays (Models DYNDI1090,
DYND11095).

This HCPCS coding decision appliss to the cubmitted product(s) as presented o and reviewed by the
SADMERC. Apy modifications to the product(s) could change the HCPCS code snd would need to be
revigwed for coding verification. The assignment of a HCPCS code to the product(s) should in no way be
construed 83 an approval or codorsement of the product(s) by SADMERC or Medicare, nor docs it imply of
guamanics claim reimbussemont or coverage. For questions regarding claitn coverage or rembursement please
cantact your regionst DMEBC.

Should you disagres with this coding decision, & re-review of the product(s) can be initisted The SADMERC
will provide a re-review If the request is made within 45 days of the date of this lerter and additional
Ascumertation is provided supporting the rodquest I a reguest for a2 mewreview i made after 49 days, the

request 1% wreated as a sew Coding Verification Review and 2 complete application must be submitted along
with the additionad documemation supporting the request

Should you have any questions regeeding this decision, please contact e at the address below vr by telephone
at (803) 763-7373

Sincerely.

Vs Naslly W

Janice Neely, RN
HCPCS Medical Analyst
SADMERC



