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CME Regienal Carrier
August 10, 2005

Ken Chua, President
DYNACOR

Medline Indusiries, Inc.
One Medline Place
Mundelein, I 60060-4486

Re:  Silicone-Elasiomer Foley Catheters, 2-Way Foley, 3cc Balloon (Models DYND11706, DYND11708,
DYND11710)
Silicone-Elastomer Foley Catheters, 2-Way Foley, S¢c Balloon (DYND11752, DYNDL1754,
DYND11756, DYND11758, DYND11760, DYND11762, DYND11764, DYND11766,
DYND11768, DYND11770)
Silicone-Elastomer Foley Catheters, 2-Way Foley, 5cc Balloon, Coude Tip (Models DYND11214,
DYNDI11216, DYND11218, DYNDI11220, DYNDI11222, DYND11224)
Silicone-Elastomer Foley Catheters, 2-Way Foley, 30cc Balloon (Models DYNDI1772,
DYNDI11774, DYND11776, DYND11778, DYND11780, DYND11782, DYND11784,
DYND11786, DYND11788, DYND11790)
Silicone-Elastomer Foley Catheters, 3-Way Foley, 30cc Balloon (Models DYND11300,
DYND11801, DYND11802, DYND11803, DYND11804, DYND11805)

Dear Mr. Chua:

This letter is n response to your recent inquiry for coding verification of the above listed product(s)
manufactured by your company. The Statistical Analysis Durable Medical Equipment Regional Carrier
(SADMERC) has reviewed the documentation and information submitted for HCPCS Coding. The
SADMERC conduets reviews of products to determine the correct HCPCS code(s) of DMEPOS preduct(s)
for Medicare billing.

It is our determination that the Medicare HCPCS code(s) to bill the four Durable Medical Equipment
Regional Carners (DMERCS) is/are:

A4338 Indwelling catheter; Foley type, two-way latex with coating (Tefloa, silicone, siliconc elastomer,
or hydrophilie, ete.), each, for the Silicone-Elastomer Foley Catheters, 2-Way Foley, 3cc Balloon (Models
DYND11706, DYND11708, DYND11710), Silicone-Elastomer Foley Catheters, 2-Way Foley, Scc Balloon
(DYND11752, DYNDI11754, DYND11756, DYND11758, DYNDi 1760, DYND11762, DYND11764,
DYND11766, DYND11768, DYND11770) and Silicone-Elastomer Foley Catheters, 2-Way Feley, 30cc
Balloon (Models DYND11772, DYNDI11774, DYND11776, DYND11778, DYND11780, DYNDI11782,
DYNDI11784, DYND11786, DYND11788, DYND11750).
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A4340 Indwelling cathceter; specialty type, (e.g., Coude, mushroom, wing, etc.), each, for the Silicone-
Elastomer Foley Catheters, 2-Way Foley, Scc Balloon, Coude Tip (Models DYND11214, DYND11216,
DYNDI11218, DYND11220, DYND11222, DYND11224).

Ad4346 Indwelling catheter; Foley type, three-way for continuous irrigation, each, for the Silicone-
Elastomer Foley Catheters, 3-Way Foley, 30cc Balloon (Models DYND11800, D'YND11801, DYND11802,
DYND11803, DYND11804, DYND1180S).

This HCPCS coding decision applies to the submitted product(s) as presented to and revizwed by the
SADMERC. Any modifications to the product(s) could change the HCPCS code and would need to be
reviewed for coding verification. The assignment of a HCPCS code to the product(s) should in no way be
construcd as an approval or endorsement of the product(s) by SADMERC or Medicare, nor deds 1t imply or
guarantee claim reimbursement or coverage. For questions regarding claim coverage or ro.mbursement
please contact your regional DMERC.

Should you disagree with this coding decision, a re-review of the product(s) can be iniuated. The
SADMERC will provide a re-review if the request is made within 45 days of the date of this letter and
additional documentation is provided supporting the request. If a request for a vre-review is made after 45
days, the request is treated as a new Coding Verification Review and a complete application must be
submitted along with the additional documentation supporuing the request.

Should you have any questions regarding this decision, please contact me at the address below or by
telephone at (803) 763-8215.

Sincerely,

Catherine E. Anthos, RN
HCPCS Medical Analyst
SADMERC



