MEDICARE

Part A Intermed|ary
Fart B Carrier
DME Repgional Carrier

June 6, 2005

David Jacobs, President
Medline lmdustries, Inc.
One Medline Place
Mundelein, 1L 60060-4486

Re:  Toilet Safety Rails (Model MDS86100RF)

Dear Mr, Jacolbs:

This letter is in response to your recent inquiry for coding verification of the above listed
product(s) manufactured by your company, The Statistical Analysis Durable Medical
Eguipment Regional Carter {(SADMERC) has reviewed (he documentation and
information submitted for HCPCS Coding, The SADMERC conducls reviews of
produets te determine the correct HCPCS code(s) of DMEPOS product(s) for Medicare
billing.

It is our determinatton that the Medicare HCPCS code(s) to bill the four Durable Medical
Equipment Regional Carricrs (DMERCs) 1s/are:

EA243 Toilet rail, each.

This HCPCS coding decision applies io submitted product(s) as presenled to and
reviewed by the SADMERC. Any modificalions to the product(s) conld change the
HCPCS code and would need to be reviewed for coding verification. The assignment of
a HCPCS code to the producl{s) should i no way be construed as an approval or
endorsement of the product(s) by SADMERC or Medicare, nor does it imply or guarantee
claim reimbursement or coverage. For questions regarding ¢laim coverage or
reimbursement please contact your regional DMERC.

Should you disagree with this coding decision, a re-review of the product{s) can be
initialed. The SADMERC will provide a re-review if the request is made within 45 days
of the date ol this leller and additional documentation is provided supporting the request.
If a request for a re-review is made afler 45 days, the request is treated as a new Coding
Venfication Review and a complete application must be submitted aleng with the
additienal decumenialion supporting the request.
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